4425 Manchester Road .
Kalamazoo, Ml 49001
Phone 269 381-9666 -
Fax 269 381-9608

www kartabs.com

AR Laborarories, Inc.

ARCADIS of New York, Inc. KAR Project No. :

30 W. Monroe St., Ste. 1710 Date Reported :

Chicago, IL 60603 Date Activated :
Date Due :

Attn : Mr. Eric Hritsuk Date Validated :

Project

Description : Analysis of one wipe sampie from Plainwell Dam

(#B0064536.0001).

- Dear Client,

: Respectiully submitted,

/]
- ‘Zmé/ & (b pevea,
“David R. Alkema
. Laboratory Manager

093740
09/24/09
09/23/09
09/24/09
09/24/09

. Your laboratory data is presented to you in this report. Unless otherwise

- stated under the "Comments" heading, all tests were performed within the

- maximum allowable holding times, have met or exceeded QC requirements
. and the result represents the sample as it was received.

~ If you wish to contact us about this work please mention KAR Project No.

. 093740. To arrange additional sampling or testing please contact our Client
- Services Department. If you have any questions regarding quality assurance
_ please calil us.

* Thank you for the opportunity to serve you. Please do not hesitate to call if
. we can provide additionai assistance.

. KAR Laboratories, inc. maintains Full Certification status for Bacteriolegy, Inorganics, Regulated Organics and
. Synthetic Organics through USEPA, Michigan Department of Public Health and Indiana State Department of Health.



LABORATORY DETAIL REPORT

Client: ARCADIS of New York, Inc.

Project

KAR Project No.: 093740

Date Reported :

Desc. : Analysis of one wipe sample from Plainwell Dam (#B80064536.0001).

‘ Samplreb.kID :

1092309-Vac Truck-Carbon”

Sampled By : MR of ARCADIS of New York, Inc.

Sample Date : 09/23/09

| Prep, ECD
‘ipcB
. PCB Aroclor 1016

| PCB Aroclor 1221 .
 PCB Aroclor 1232 .

| PCB Aroclor 1242
..PCB Aroclor 1248

..PCB Aroclor 1254

| PCB Aroclor 1260

| PCB Aroclors, total

| DCB (pest/PCB surr spk)

| See below
<0.1

<01

| TCMX (surr spk)

Sample 1D :

_ Result

ompleted

09/24/09

Date Received :
Sample Type :

09/23/09
wipe

KAR Sample No. :

lugnoosq.em.

Units of Measure

ug/100 sq. cm..

ug/100sq.cm. .

LLug/100sq.cm. b

L Lug/100sq.em.

L lug/100sq.em.
Lug/100sq.em. 4

LEPABO8Z

EPA 8082

. % spike recovery
% spike recovery

Laboratory Method Blank

Sampled By :
Sample Date :
Sample Time :
...
Prep, ECD
PCcB
. PCB Aroclor 1016
- PCB Aroclor 1221
. PCB Aroclor 1232

PCB Aroclor 1242

: PCB Aroclor 1248

_PCB Aroclor 1254

: PCB Aroclor 12,_60'”' i
' PCB Aroclors, total _

| Besult
. Completed _ |
| See below

<0.1

<01

<0.1. ;' ‘,

<01
<0.1

<0.1.
<09 .
NA

. DCB (pest/PCB surr spk)

 TCMX (surr spk)

86

01

Method
_LEPA 3550
EPAB082
EPA 8082
1 EPAB082

: Analy;eq LA

| 09/23/09 | KTL

| 09/24/09 | GMB
| 09/24/09 |
09/24/09 |

GMB

Units of Measure .

EPABOBZ .

EPABO0B2

Method |

| 09/24/09

| 09/24/09.

. 09/24/09 |
| 09/24/09 |
| 09/24/09 | GM

| 09/24/09 | GMB_ |

0924009 | GMB_|
i 09/24/09

GMB.

Date Received :

Sample Type :

KAR Sample No. :
Analyzed || Analy:

L lugwipe
Lugiwipe
L.Lug/wipe
1 ugivipe
. ugvipe

ug/Mwipe
ua/wipe

1EPA3550
EPAB082
_EPABO82
L EPABOS2
_lEPAB0SB2 . |
__ EPAg082
| EPA 8082
EPA 8082

EPA 8082

| EPA 8082

% spike recovery

09/23/09 | KT
| 0924109
092409

092409 | aMB |
09/24/09 | _GMB
o249

©09/24/09 i
09/24/09

EPA 8082

% spike recovery

EPAB0S2

(269) 381-9666
Laboratory Detail Report

Page 1 of 1

" 0924/09

emB |

amB |

093740-01

_..Comments n

09/23/09
LMB

| 093740-02

o COMments

09/54/09 M

- 0924/09

& Laboraiories, Inc.




4425 Manchester Road .

Kalamazoo, MI 49001

KAR Laboratories, Inc.

Phone 269 381-9666 *

Fax 269 381-9698 .

www.karlabs.com

ARCADIS of New York, Inc. KAR Project No.: 093740

30 W. Monroe St., Ste. 1710 Date Reported : 09/24/09

Chicago, IL 60603 Date Activated:  09/23/09
Date Due : 09/24/09

Attn : Mr. Eric Hritsuk Date Validated : 09/24/09

Project

Description : Analysis of one wipe sample from Plainwell Dam

(#B0064536.0001).
Dear Client,

Please find attached a copy of the QC Report for KAR Project No. 093740.

The report might contain a second section entitled "QC Batch Report". This
section will contain matrix-specific quality control information for the analytical
batch, if applicable. Unless otherwise stated under the "Comments" heading,
all tests were performed within the maximum allowable holding times, have met
or exceeded QC requirements and the result represents the sample as it was
received.

For duplicate sample calculations, concentrations are considered zero if less
than or equal to the reporting limit. For spiked sample calculations, original
sample concentration is also considered zero if less than or equal to the
reporting limit. For general QA/QC procedures please consult the KAR
Laboratories Quality Assurance Manual.

| hope that you find our services accurate and complete. Please do not
hesitate to call if we can provide additional assistance.

Respectfully submitted,

David R. Alkema
Laboratory Manager

KAR Laboratories, Inc. maintains Full Certification status for Bacteriology, Inorganics, Regulated Organics and
Synthetic Organics through USEPA, Michigan Department of Public Health and Indiana State Department of Health.



Client: ARCADIS of New York, Inc.
Project Description : Analysis of one wipe sample from Piainwell Dam (#B0064536.0001).

Sample ID :
Sampled By :

"092309-Vac Truck-Carbon"

QUALITY CONTROL REPORT

KAR Project No. :

Date Reporied :

093740

09/24/09

- £ . H
MR of ARCADIS of New York, Inc. Date Sampled : 09/25/09 Sample Type : wipe

. Date Received : 09/23/09 Time Sampled : 1337 Sample No. : 093740-01
i Test Result : Spike MS MSD RPD Dup. Dup. RPD | QC Limits | Method . Analyzed | QC Comments

| . Level %Rec. %Rec. #1 #2 Rec. Range RPD | . On By, Batch

; i 4 - | :

! DCB (pest/PCB surr spk) 103 % spke recovery | j...25-122 NA . EPAB08Z 1 09/24/03 GMB

. PCB o See below i i EPAB0BZ | 09/24/09 GMB !

:_PCB Aroclor 1016 <0.1_ug/100 sq. cm. ; 93.3% 70.9% 274% i 29.135 25 EPA 8082 i 09/24/09 GMB
| PCB Aroclor 1221 <0.1 ug/100sq.cm. ! ] EPA 8082 09/24/09 GMB
: PCB Arocior 1232 <0.1 ug/100 sq. cm. i EPA 8082 09/24/08 GMB
i PCB Aroclor 1242 <0.1 ug/100 sg. cm. - 24-133 51 | EPA8082 09/24/03 GMB
| PCBAmcior1248 <0.1 ug/100 sg. cm. 57-116 46 EPA 8082 09/24/09 GMB ~
| PCB Aroclor 1254 <0.1_ ug/100 sg. cm. N 42 EPA 8082 09/24/00 GMB

PCB Arocior 1260 <0.1_ug/100 sg. cm. 974% 719% 30.1% 29-135 25 EPA 8082 . 09/24i09 GMB

PCB Aroclors, total NA 27-155 15 EPA 8082 09/24/09 GMB :

Prep, ECD Completed EPA 3550 09/23/09 KTL | '

 TCMX (surr spk) 30 % spike recovery 22-95 NA EPA 8082 09/24/03 GMB | !

(269) 381-9666

Quality Control Report

Page 1 of 2

AR Laborarories, Ir

i




QUALITY CONTROL REPORT

Client: ARCADIS of New York, Inc.
Project Description : Analysis of one wipe sample from Plainwell Dam (#B0064536.0001).

KAR Project No.: 093740
Date Reported : 09/24/09

- Sample ID : Laboratory Method Blank

| . .
: Sampled By : Date Sampled : Sample Type : LMB j
| Date Received : 09/23/09 Time Sampled : Sample No. : 093740-02 !
‘ Test Result \ Spike  MS  MSD RPD | Dup. Dup. RPD |  QClLimits | Method ' Analyzed | QC Comments
| Level %Rec. %Rec. #1 #2 | Rec. Range RPD | On By Baich
B 101_% spike recovery | __NA | EPAB082 00/24/09 GMB | ~
T seebelow I o EPA 8082 { 09/24/09 GWB

! PCB Aroclor 1016 <01 ugwipe 25 | EPA8082 | 09/24109 GMSB | N
"PCB Aroclor 1221 : <0.1_ughwipe EPA 8082 | 09/24/09 GMB
! PCB Aroclor 1232 : <0.1_ug/wipe EPAB082 : 09/24/09 GMB
I"PCB Aroclor 1242 e <0.1_ugiwipe o 12-193 5 EPA 8082 | 09/24/09 GMB

PCB Arocior 1248 i <0.1_ugiwipe o 57-74 6 EPA 8082 | 09/24/09 GMB N
| PCB Aroclor 1254 <0.1_ug/wipe - 10 EPAS082 09/24/09 GMB
| PCB Areclor 1260 <0.1 ug/wipe 1 29135 25 EPA 8082 09/24/09 GMB

PCB Aroclors, totat NA 16-128 EPA 8082 09/24/09 GMB
Prep, ECD Completed ) ! | EPA 3550 09/23/09 KTL
| TOMX (surr spk} H 86 % spike recovery i 234100 NA 1} EPA 8082 H 09/24/09 GMB |

& Laboratories, Inc.

(269) 381-9666
Quality Conircl Report
Page 2 of 2




BATCH QC REPORT

Printed : 03:16:09 PM, 09/24/09

Conc. Spike Matrix Spike % Matrix Spike % Spike Dup. Dup. Dup. Dup. QC LIMITS Sample No.
Test QC Batch Date (Original) Conc. Conc. Rec. Duplicate Conc.  Rec. RPD #1 #2 RPD Rec. Range  RPD ’
PCB Aroclor 1016 090923PW8 09/24/09 0 05 04667 93.3% 0.3544 708 % 274% 29-135 25 093740-01
PCB Aroclor 1260 090923PW8 09/24/09 0 05 04868  97.4% 0.3595 71.9% 30.1% 29-135 25 093740-01

This “Batch QC* section of the QC Report contains data from samples analyzed in the same Extraction Batch (analytical run) as the samples that you submitted. Please refer to the previous QC Report section for QC information
specific to your samples. This report may only be reproduced in full and not without written consent.

Laboratories, Inc.

= s = & 3 & o = =

(269) 381-9666
QC Batch Report

Page 1 of 1



KAR Laboratories, Inc. (269-381-9666)

www.karlabs.com

\ Project Name: Requested Analyses KAR use only
Client: L CIOIS
oo s 4 "
30 W- Moo Suike (D ;aject# B D T igi% 140
Chicane, T Date: _3/23/09
35 T GD6BS ROOGIS 3. DXL . 0008 puie: _4[Z3/03
Erie Hr itsulc PO labels N
Phone: (3]} 330449 3 hax: () LODs_ N
X 3‘/ Sampled by: Initials contain N
Cell : { ) Email: 2p1C ]'\rlfSD\k@ ; \A headspa
arcacns-s. 40M O KAR )gChent m %\; amount 5—_&
Turnaround Time: , hold i Y @
[0 10-business days ?(Emer ency (quote) Samples rec'd all old ume g
0O 5-business days {x 1.5) (—f rush cost @ N
O 3-business days (x2.0) [ Monthly Cold: @ N Intact: @ N 3
Sample Info Sample Containers f,,e
# Sample Identification Date Time Matrix Type Size # ‘ Remarks
XA -Vae Trudk -C w I33p Wipe| Wige / o ‘ I
)
[/ Totald = /
Relinquished B)( T Received Date/Time: Notes:
A, ) . -
“negl Vsl wah Michaste Renter @ 51045
L - 28
Relmqulshe/d By: Recei(/ed By: \ 6 Date/Time: .
Lo/ Greashra>




(AR Laboratories, Inc.

ARCADIS of New York, Inc. KAR Project No.: 102476

10 S. Riverside, Suite 1900 Date Reported : 07/06/10

o Chicago, IL 60606 Date Activated : 06/24/10

A4z Manchester Road Date Due : 07/09/10
reamazeo. MESSST L Attn : Mr. Eric Hritsuk Date Validated : 07/02/10

Phone 260 3810665

Fax 260 351-0695 . Project
Description : Analysis of one wipe sample from Plainwell Dam

(#B0064536.0001.00002).

wwiw karlatzs . com

Dear Client,

Your laboratory data is presented to you in this report. Unless otherwise
stated under the "“Comments" heading, alil tests were performed within the
maximum allowable holding times, have met or exceeded QC requirements
and the result represents the sample as it was received. If a sample was
identified as drinking water under the Safe Drinking Water Act, the
"Comments” column may aiso contain federal drinking water information
including MCL which is the Maximum Contaminant Level set by USEPA.
Values enclosed in brackets {[]) are Secondary MCL's and are
non-enforceable guidelines for aesthetic quaiity.

If you wish to contact us about this work please mention KAR Project No.
102476. To arrange additional sampling or testing please contact our Client
Services Department. If you have any questions regarding quality assurance
please call us.

Thank you for the opportunity to serve you. Please do not hesitate to cali if

we can provide additional assistance.

Respectfully submitted,

Lois 2 i

David R. Alkema
Laboratory Manager

KAR Laboratories, Inc. maintaing Full Certification status for Bacteriology, Incrganics, Reguiated Organics and
Synthetic Organics through USEPA, Michigan Department of Public Health and Indiana State Department of Health.



LABORATORY DETAIL REPORT

Client: ARCADIS of New York, Inc.

Attest: (&02’01 & %M—

David R. Alkema, Lab Manager

Project

KAR Project No.: 102476
Date Reported :  07/06/10

Description: Analysis of one wipe sample from Plainwell Dam (#B0064536.0001.00002).

Sample 1D : HST-322¢

Sampled By : MK of ARCADIS of New York, inc.

Sample Date : 06/22/10
Sample Time : 0800

Test

Prep, ECON ) | Completed
PCB )
PCB Aroclor 1016

. PCB Aroclor 1221
PCB Aroclor 1232

- PCB Aroclor 1242
PCB Aroclor 1248
PCB Aroclor 1254

. PCB Aroclor 1260
PCRB Aroclors, lotal
DCB {(pest/PCB surr spk)
TCMX (surr spk)

Result

:

i

i

|
i

i

Units of Measure '
| EPA3580.
L EPABOBZ
1 EPA 8062

ug/100 sq. om.

Lug/100sg.cm.
ug/100 sq. em.

ug/100 sq. cm.
ug/100 sg. cm.
ug/100 8q. cm.
ug/100 sq. cm.,

. . % spike récovery
% spike recovery

Sample ID: [ aboratory Method Blank

Sampled By :
Sample Date :
Sample Time :

ug/100sq. om.

. ug/100 sg. cm.
| ug/100 4. cm.
Fug/100 sq. cm.

! ugr100 sq. cm.

| ug/100 sq. cm.

ug/100 sq. cm.

i 9% spike recovery

Test Result ||
Prep, ECD ... . .Completed . .
PCcB _ o i Seebelow |
PCB Aroclor 1016 Let }
PCB Arocior 1221 o l<0
PCB Aroclor 1232 | <01
PGB Aroclor 1242 <01
PCB Aroclor 1248 <0t
PCB Aroclor 1254 <01 |
'PCB Aroclor 1260 i<0.1 |
PCB Arociors, total | NA
DCB {pest/PCB surr spk) i85
TCMX (surr spk) 187

| % spiko recovery

BAE [Laboratories, Tne.

Units of Measure ::

Method

EPA 8082
EPA 8082

EPA 8082

| EPA 8082
| EPA 8082

EPA 8082
EPA 8082

i

EPA 8082

| EPA 8082
| EPA 6082

EPA 8082

| EPA 8082
| EPABOBZ

| EPA 8082

- EPAg082

EPA 8082

[EPABOBZ

(269) 381-9666
Page 1 of 1

EPABOBZ .
L..06/29019

EPA 8082 i 06/29/10

Method

| EPA3580
1 EPA 8082

Date Received :
Sample Type :
KAR Sample No. :

06/29/10 |

06/29/10

L 062910 |
P 08/29/10

06/29/10

06/29/10

06/29/10
06/29/10

06/29/10

06/29/10 .

Date Received :
Sampie Type :
KAR Sample No. :
- Analyzed .| Analyst’

GMB
GMB

GMB

GMB

GMB

GMB

GMB |

GMB -

GMB

GMB . ..
LGMB L
GMB

06/29/10 |
06/29/10 |
06/29/10 |

06/29/10
06/29/10

. 06/29/10
i 06/29/10 |
062910 |
L 06/29/10 |
06/29/10.
06/29/10

H

. 06/29/10 |

i
H

- Analyzed | Analyst

aMe
L GMB

06/24/10
wipe
102476-01

Comments

aMs

GMB |
GMB
GMB
_GMB
- GMB
GMB |
GMB
GMB -
GMB

06/24/10
LMB

102476-02

Comments



AR Laboratories, Inc.

ARCADIS of New York, Inc. KAR Project No.: 102476

10 S. Riverside, Suite 1900 Date Reported : 07/06/10

- Chicago, IL 60606 Date Activated :  06/24/10

4425 Manchester Road Date Due . 07/09/10
Kalamazoo, MI4S00T— Attny + Mr. Eric Hritsuk Date Validated : 07/02/10

Phone 269 361-8666 -
Fax 269 381-9698 Project
wawkarabs.com . Description : Analysis of one wipe sample from Plainwell Dam
(#B0064536.0001.00002).

Dear Ciient,

Please find attached a copy of the QC Report for KAR Project No. 102476.
The report might contain a second section entitied "QC Baich Report". This
section will contain matrix-specific quality control information for the analytical
batch, if applicable. Unless otherwise stated under the "Comments" heading,
all tests were performed within the maximum allowable holding times, have met
or exceeded QC requirements and the result represents the sample as it was
received. If a sample was identified as drinking water under the Safe Drinking
Water Act, the "Comments" column may also contain federal drinking water
information including MCL which is the Maximum Contaminant Level set by
USEPA. Values enclosed in brackets ([]) are Secondary MCL's and are
non-enforceable guidelines for aesthetic quality.

For duplicate sample calculations, concentrations are considered zero if less
than or equal to the reporting limit. For spiked sample calculations, original
sample concentration is also considered zero if less than or equal to the
reporting limit. For general QA/QC procedures please consult the KAR
Laboratories Quality Assurance Manual.

| hope that you find our services accurate and complete. Please do not
hesitate to call if we can provide additional assistance.

Respectfully submitted,

David R. Alkema
Laboratory Manager

- KAR Laboratories, Inc. maintains Full Certification status for Bactericlogy, Inorganics, Regulated Organics and
. Synthetic Organics through USEPA, Michigan Department of Public Health and Indiana State Department of Health.



QUALITY CONTROL REPORT

Client: ARCADIS of New York, inc.

Attest: oz f & %M

KAR Project No. :

David B. Alkema, Lab Manager

Project Description : Analysis of one wipe sample from Plainwell Dam (#80064536.0001.00002).

. Sample 1D :
: Sampled By :
Date Received :

vrozer

06/24/10

Test

SHPCBSUTSER) e

MK of ARCADIS of New York, Inc. Date Sampled : 06/22/10

Time Sampled : 0800
RPO

: Spike  MS  MSD
: Level %Rec. %Rec.

Resuit Dup. RPD :

#2

Crup.

QCiimits | Method
#

Analyzed
: Rec. Range RPD - : By -

e e 78 SPIKE TECOVRTY
See below

CPCB Aroclr 1036
| PGB Aroclor 1221

<01 ugH00 sq. cm.

05 87.2-;:4. _

Date Reported :

Sampte Type :
_ Sampie No. :

102476
07/06/10

wipe
102476-01

Comments

24z

: 100529PWE

PGB Arocler 1248

: PCB Aroclor 1254

PGB Araclor 1260

PCh Aroc J'slotal VS DR St AP

: Prép. ~.CE)

4z EPAS083 T BEROAC GME -

97.8%..01%

. EPABUS2 ¢ 0620110 GMB | 100629PWS
2

CTOMX fsurr spk)

Toepono aMs : e vmers e a8 et

FEAR Laboratories. Inc.
(269) 381-9666
Page 1 of 2




BATCH QC REPORT

Printed : 02:27:56 PM, 07/06/10

GCone, Spike Matrix Spike % Matrix Spike %o Spike Dup. Dup. Dup. Dup. QC LIMITS Sample Ne.
Test QC Batch Oate {Driginal} Conc. Cone. Re¢. Duplicate Cone.  Rec, RPD #1 #2 RPD Rec. Range  RPD
PCE Arocior 1616 100529PW8 062910 o o5 cA361  B72% 04182 827 % 129 29-135 25 10247601
PCE Arocior 1260 100623PWS 06129110 o 95 04575 97.5% 04881 6% 01% 29-135 25 10247601

This "Batch QC" section of the QC Report contains data from samples analyzed in the same Extraction Balch (analytical run) as the samples that you submitted. Please refer 1o the previous QC Report section for QC information
specific to your sampies. This report may only be reproduced in full and not witheut written consent.

2R Laboratories, Inc.
(269) 381-9666
QC Batch Report

Page 1 of 1



FE e g g™
LVENTT B TR
ARCADIS CHAIN OF CUSTODY 3 LABORATORY ANALYSIS REQUEST FORM ecocio: | 092409.1

<] Contact & Company Name Telephone: Breseie e - :
= Eric Hritsuk 312.575-3732 i ] [ , | | Preservation Key
S Address: Fax: it Cottsiion 1
7] - s
) . : - Canlain
% 10 8. Riverside Plaza 312-775-8322 o 7
i State  2ip E-mail Addless. S PARAMETER ANALYSIS & METHOD
{Chicago iL, 60606 [
Project Mame/Lpcatinn (City, State): Project #:
Plainweli Dam No. 2 Area TCRA Mi BO064536.0001.00002
Sampler's Printed Name: Sampler's Signature:
Michael Kohagen W#
“Sample A YRR L et @
e i C'o'mp i E REMARKS
VT-322 6/22/10{ 0800 X Wipe X
Special Instructions/Comments: OSpecial QA/QC Instructions (v}
{absratery Information and Receipt = o 1 A Retinguishied By T received By, T ahratery Reeived By
Lab Name: wiPrinted Name: Printed Name: PrinteclNamet
3 = JR— N
KAR “ntichesie Rumier J@Y-ﬁgf—’:u —{_/_X_ Vi
& Cooler packed with ice (v ~fSignature: Signature: Signa&if ’
Specify Tumaround Requirements: Sample Receipt oo e ARCADES{ Firm: Firm: w
Standard : : .. R / . K)‘OT \(Z-
Fed-Ex Tracking # Condition/Copter Tempe 7+ £ w2 | DatefTime: / 4/:’_"} DatefTime: DatefTime:
o e JersRoto f"?, & (ZL{« O f}Q&





































CHAIN OF CUSTODY & LABORATORY ANALYSIS REQUEST FORM eCOC ID: [ 092408.1
Contact & Company Name: Telephone: Bresorvalive F KEYS
T p s : N I a .
i:on Eric Hritsuk 312-332-4937 Fitorod () , r -[_ I I ; reservation Koy Container Information Key:
5 MAddress: Fax: worComainorsl 1 A, H,50, 1.40 mi VOA
% ; B. HCL 2. 141 Amber
' [30 W Monroe St 312-332-4434 il 7 €. NaCH 3, 125 ml Plastic
Eie : T Y D. HNOC: 4. 250 mt Plasy
i Swe  Zp - mall Address PARAMETER ANALYSIS & METHOD  None 5. 500 i Phosts
Chicage IL, 60603 F.Hexane 6. 1L Plastic
Project NameflLocation (City, State): Project # ﬁ ; 3 z g::i:
Plainwell Dam No. 2 Area TCRA M |B0O084536.0001.00002 5:68 oz Glass
Sampler's Printed Name: Sampler's Signature: Matrix Key: :
. SE = Sediment A= Air 5L = Sludge
Michaet Kohagen . - //—%,J/ 50 = Sail NL= NAPL /Ol SW= Surface
o] 1 .
Sample ID oltection Type Matrix @
Date Time { Comp Grab o REMARKS
VT-63 5/24M141 1730 X Wipe X

Speciat Instructions/Comments:

OSpecial QA/QC Instructions {v')

Laboratory information and Recejpt

Relinguished By

Recelved By

Laboratory Raceived By

tab Name:

KAR

Cooler packed with ice {¥)

Cocler Custody Seal

0O intact {3 Netintact

Printed Name:

Michael Kohagen

Printed Name:

Printed Name:

Jandd o Mert>

Signature: Signature: Ssgnature g
/77 ////"‘/ \-_.J'/f" /W/F//
Specify Turnaround Requirements: Sample Receipt: Firm; ARCA‘S}'y Firm: Fifrm:
Rush N
Fed-Ex Tracking # Conditton/Cooler Temp: DateTime: Date/Time: Date/Time.
o 5/2510 0815 -5//247[ 10 Vo, 4 O

Page 1 of 3




4425 Manchester Hoad .
Kalamazoo, W 48001
Phong 2689 381-86686
Fax 268 381.9808

vy karalhs.eom

R Laboratories, Inc.

ARCADIS of New York, Inc. KAR Project No.: 104111
10 S. Riverside, Suite 1900 Date Reported : 10/04/10
Chicago, IL 60606 Date Activated :  10/04/10

Date Due : 10/04/10
Attn : Mr. Eric Hritsuk Date Validated : 10/04/10
Project

Description : Analysis of two wipe samples from Plainwell Dam
(#B0064536.0001.00002)

Dear Client,

Your faboratory data is presented to you in this report. Unless otherwise
stated under the "Comments" heading, all tests were performed within the
maximum allowable holding times, have met or exceeded QC requirements
and the result represents the sample as it was received. If a sample was
identified as drinking water under the Safe Drinking Water Act, the
"Comments" column may also contain federal drinking water information
including MCL. which is the Maximum Contaminant Level set by USEPA.
Values enclosed in brackets ([]) are Secondary MCL.'s and are
non-enforceable guidelines for aesthetic quality.

If you wish to contact us about this work please mention KAR Project No.
104111. To arrange additional sampling or testing please contact our Client
Services Department. If you have any questions regarding quality assurance
please call us.

Thank you for the opportunity to serve you. Please do not hesitate to call if

we can provide additional assistance.

Respectfully submitted,

Lois 2 e

David R. Alkema
Laboratory Manager

KAR Laboratories, inc. maintains Fuii Certification status for Bacteriology, Inorganics, Regutated Organics and

Synthetic Organics through USEPA, Michigan Department of Public Heaith and Indiana State Departmeant of Health,



LABORATORY DETAIL REPORT

Client: ARCADIS of New York, Inc. KAR Project No.: 104111
Date Reported :  10/04/10

Attest: czmd Z/".‘ %M

David R. Alkema, Lab Manager

Project
Description: Analysis of two wipe samples from Plainwell Dam (#B0064536.0001.00002)

SampleID:  “YT.R43(100110)"
: Sampled By : MK of ARCADIS of New York, Inc. "Date Received : 10/04/10

-Sample Date : 10/01/10 Sample Type : wipe
Sample Time : 1245 KAR Sample No.:  104111-01

] Test o . _ Result * V_UrnitsrofMeasurewg Method Analyzed, A‘na&aly’sti ~_ Comments i

Prap, ,ECD, N Completed 1 EPA 3580......'__ L1 T00410 4 GMBE
PCcB e 288 DOlOW _ EPABS082 1 100410 | G e
PCB Aroclor 1016 <01 lug/00sq.om. | EPAB0S2_____ | 100410 | GMB. |
PCB Aroclor 1221 MR A ug/100 sg. em _LEPAgO82 1 1004/10 | GME e & .
PCBAmclor1232 1=0.1 . 1ug/100sg.cm. EPA 8082 1100410 G GMB L
PCBAroclor1242 1<@1 . \ug/to0sq.em. | EPA8082 | 1..10/04/10
POB Aroc e bSO _Lug/100 m. . 10/04/10 | . GA e e s e e e
PCB Aroclor 1254 <01 1004710 L GMB |

. lugrg0sg.cm, . iEPAB0B2 1.1 e
PCBAroclor 1260 1<0.1  tug/l00sg.em.  LEPAS082 1 100410 | GMB

PCB Aroglors, totat_INA 1 o EPABOB2 1 1004/10
DCB (pestPCBsurrspk) 180 !%spikerecovery | EPA80B2 i 10/04/10

TOMX (surrspk) |60 l%spikerecovery  |EPAS0S2 | 1004710 | GMB |

SampleID:  "VT.67(100210}"

Sampled By: MK of ARCADIS of New York, Inc. : Date Received : 10/04/10
“Sample Date : 10/02/10 Sample Type : wipe
“Sample Time : 1230 KAR Sample No.:  104111-02

Analyst/| Comments o

Resut || Units of Measure | Method N Anaiyzed‘

Prep, ECD . ._EPA 3580 .
PCB. . e GO0 bEIOW G LEPAB082 .
PCBAroclor 1016 <01 ‘ug/to0sg.cm. . |EPABOS2_ | 1004/10 | GMB |
PCBAroclor 1221 3<G71 . jLug/100sq.om. EFABO82 * 1004710 MB .
PGB Aroclor 1232 1<01 tug/100sq.cm. 1 EPAB082 | 100410 | GME
PCBAroclor 1242 1<0.1  jug/100sq.om. 1 EPAB082 1 T0/04/10 | G
PCB Aroclor 1248 i<01  lug/i00sq.cm.  |EPAB082 | 1004/10 | GMB |
PCB Aroclor 1854 l<01  lug/l00sg.cm.  |EPA8082 1 10/04/10 | GMB |
ek SO 1 UG/100 5G. O 1 EPABOB2 L 10/04/10 1 GMB |

FCB Aroclors, fotal NA e ) EPA 8082 L 10004/10 |  GMB
DCB (pest/PCB surrspk).......1.54 e e SPIkG rECOVErY. | EPABOB2 L NOO4MI0 5 GMB e
TCMX (surr spk) 61 % spike recovery | EPA 8082 10/04/10 GMB

AT e

1004/10

:G)i

BAE |aboratories, Ine.
(269) 381-9666
Page 1 of 2




LABORATORY DETAIL REPORT
Client: ARCADIS of New York, Inc. KAR Project No.: 104111

Date Reported :  10/04/10
Attest: oo £ %é&«a_

David R. Alkema, Lab Manager

Project
Description: Analysis of two wipe samples from Plainwell Dam (#B0064536.0001.00002)

SampleD: [ aboratory Method Blank
i Sampled By : Date Received : 10/04/10
. Sample Date ; Sample Type : LMB
' Sample Time : KAR Sampfe No. : 104111-03
o Test || Result I UnitsofMeasure |  Method | Analyzed || Analyst:  Comments i
Prep, ECD .| Completed R . i{EPA35B0 i 10/04/10 1 GMB i
PCB See below EPA 8082 | 10040 L GmB L
PCE Arcclor 1016 <01 ug/100 sq. em. EPA 8082 10/04/10 aGmB |
PCBArgclor122Y . 1<Qf .. lug/t00sg.cm. I EPAB082 | 100410 | GMB
PCB Aroclor 1232 . <0.1 ug/100 5q. cm, EPA 8082 1004/10 | GMB | oo
PCB Aracior 1242

0.1 ug/100 sq. em. EPA 8082 10/04/10 | GMB
S0 L Ug/100 sq. e 1 EPA 8082 10/04/10 | GMB
PCBAroclor 1264 ... 4501 . ....|ug/100sq.cm. |\ EPAB082 | 10/04/10 | GMB |
PCBAroclor126¢ . 4<QT . lu/100sq.em, . VEPABGBZ [ 100410 | GMB
PCBAroclors, fotal iNA L -..}.EPA 8082 1004/10 | GMB |
DCB {pestPCB surrspk) . 183 . .. .. |%spikerecovery IEPAB08Z | 1004/1C0 | GMB |
TCMX (sutr spk) 59 % spike recovery E£PA 8082 10/04/10 GMB |

P Laboratories, tne.
(269) 381-9666
Page 2 of 2




4425 Manchaster Road .

Kaiamazoo, Ml 48001
Phone 269 381-9666 -
Fax 269 381-9698 .

www karabs.com

AR Laboraiories, Inc.

ARCADIS of New York, Inc. KAR Project No.: 104111
Chicago, IL. 60606 Date Activated : 10/04/10

Date Due : 10/04/10
Attn : Mr. Eric Hritsuk Date Validated : 10/04/10
Project

Description : Analysis of two wipe samples from Plainwell Dam
(#B0064536.0001.00002)

Dear Client,

Please find attached a copy of the QC Report for KAR Project No. 104111,
The report might contain a second section entitled "QC Batch Report". This
section will contain mairix-specific quality control information for the analytical
batch, if applicable. Unless otherwise stated under the "Comments" heading,
all tests were performed within the maximum allowable holding times, have met
or exceeded QC requirements and the result represents the sample as it was
received. If a sample was identified as drinking water under the Safe Drinking
Water Act, the "Comments" column may also contain federal drinking water
information including MCL which is the Maximum Contaminant Level set by
USEPA. Values enclosed in brackets ([]} are Secondary MCL's and are
non-enforceable guidelines for aesthetic quality.

For duplicate sample calculations, concentrations are considered zero if less
than or equal to the reporting limit. For spiked sample calculations, original
sample concentration is also considered zero if less than or equal to the
reporting limit. For general QA/QC procedures please consult the KAR
Laboratories Quality Assurance Manual.

| hope that you find our services accurate and complete. Please do not
hesitate to call if we can provide additional assistance.

Respectfully submitted,

David R. Alkema
Laboratory Manager

- KAR Laboratories, Inc. maintains Full Certification status for Bacteriology, Inorganics, Regulated Organics and
- Synthetic Organics through USEPA, Michigan Department of Public Heaith and Indiana State Department of Heaith,



QUALITY CONTROL REPORT

Client: ARCADIS of New York, Inc.

ecred . %@««&_

David R. Alkema, Lab Manager

Attest:

Project Descnptlon Anaiys:s of two w.-pe sampies from Plamwell Dam (#30064536 0001 00002)

KAR Project No. :
Date Reported

104111
10/04/10

f Sample D "Vl R43(1001 10)"
. Sampled By : MK of ARCADIS of New York, Inc. Date Sampled : 710/01/10 Sample Type: wipe
: Date Received :  70/04/10 mpled : 1245 : 104171-01
Test Result Spike  MS MSD RPD : Dup.  Dup. RPD : QC Limits  Methed Comments
. Level %Rec, %Rec. #1 #2 : Rec. Range RPD
| DCBpestPCBsursph) 50 % spike recovery _ : i 2512 NA_ EPA80S2 " locano eMs |
.pcs o ...Bee below - - S S . EPABOSZ 100470 GMB - — -
PCB Aroclor 1016 - U0 ugitosgom, = 28135 25 EPAgDBz . 10/64MD GMB ' o - - o
. PCB Arocior 1221 1_ugft0Gsg.om. i EPA 082 T 10004110 GMB )
PGB Arocler 1232 B . EPA B0z lomalio oMe -l
’ I i 2833 51 i 10m4no GMB
3 s ] - _ Teriis | s 100410 GMB .
" PCBAndorizse . 004110 GMB:
PCB Aroclor 1260 : . 29-135 TY00en0 GMB
_ [PCE Arodors, 1ota! : NA ;101410 GMB
Y ‘ B} 140 GuB T T

TCMX

1;}1{

LD Laboratories
(269) 381-9666
Page 1 of 3




QUALITY CONTROL REPORT

Client: ARCADIS of New York, Inc.

KAR Project No.: 104111

Date Reported : 10/04/10

Veced gééj««aﬁ

David R. Alkema, Lab Manager

Attest:

Project Description . Analysis of two wipe samples from Plainwell Dam (#B0064536€.0001.00002}

88 Loboratories, Ine

(269) 381-9666
Page 2 of 3

Sample ID: "VT-67(100210)"
- Sampled By : MK of ARCADIS of New York, Inc. Date Sampled : 10/02/10 Sample Type : wipe
- Date Received :  10/04/10 7  TimeSampled:7230 o Sample No. : 10411102
' Test Result ‘Spke MS MSD RPD Dup,  Dup. RPD QC Limits | Method Analyzed | QC | Comments
: : i Level %Rec. %Rec. : #1 #2 Rec. Range RPD ! i On By Baich
| DOB (pestPCE surr spk} 7 54 % spike recovery | : 25122 NA . EPAS0S2 }10/0410 GMB |
peg See below N o Y ) 10/04/1C_GMB | : i
: PGB Arccior 1016 <0.1 ug100 sq. cm. 0.5 91.3%  845% 77% 29-135 25 i EPABOG2 10/04/10 GMB ; 101004PW8 :
: PCB Arcglor 1221 <01 ug1k sq. em. . EPA 8082 100410 GMB ; :
{ PGB Areclor 1232 <0.1 ug/100 sq. cm. . EPABOS2 10/04110 GHIB §
PGB Arocior 1242 <0.1_ug/106 sq.cm, o 2413 51| EPAB0&2 Wiosio aMel ¢ T -
PCB Arccior 1_2_48 57116 46 . EPA 8082 ! 10/04/10 GMB
i PCB Aroclor 1254 - 42 ; EPAB0G2 T 1000410 GMB
TPCB Arocior 1260 206%  23% 2935 25 i EPAB0E2 00410 GMB | T0T00PWE
{"PCB Asoclors, 1otal 27-155 15 | EPAB0S2 T 10/04/10 GMB :
-~ ] | EPA3380 00410 GME | o
22.95 NA | EPAS0B2 © 10/04/10 GMB




QUALITY CONTROL REPORT

Client: ARCADIS of New York, Inc.

Attest: /. of £ %’W

David R. Alkema, Lab Manager

Project Description : Analysis of two wipe sampies from Plainwell Dam (#80064536.0001.00002)

Laboratory Method Blank
Sampled By : Date Sampiled :
Date Received: 70/04/10 Time Sampled:

Sample D :

KAR Project No. : 104111
Date Reported : 10/04/10

Sample Type: LMB

104111-03

Sample No. :

Test Result Spike

MS MSD RPD Dup. Dup. RPD QC Limits  : Method
¢ Level %Rec. %Rec. ; #1 #2 : Rec. Range RPD

. Analyzed = QC

on By Baicl

Comments
h

LFCB S Seedelow e
i PCS Aroclor 1016 i <0.1 ug/100 50, o,

DCB (pestPCB sum spk) : 53 % spke recove : i 25121 MA

TTTi004r0 GMB

PR Araclor 1221 ’ ; <0.1 G100 sq. em,

I 10/04/10 GMB !

37PCB Aroclorjgg_gw H <01 -;_gnoo 5Q. G
_PCB Aroclor 1242 <0.1 ug/100 sq. o,

0.1 ugh0sg om,
«0.1 ug/100 sq. om,

I 10/04M10 GMB |

101040 GMB

100 N

ibsM0 GMS !

PCB Aroclor 1360

<0.1 ug/100 sq. o

1 10/4110 GMB ¢

s, tolal NA

1004710 GMB ©

CYoM fsur s T

AR Laboratories, Ine.
(269) 381-0666
Page 3 of 3

59 % spie fecovery 23100 1040410 GMB |



BATCH QC REPORT

Printed : 03:39:13 PM, 10/04/10

Conc. Spike Matrix Spike % Matrix Spike % Spike Dup. Dup. Dup. Dup. QG LIMITS Sampie No.
Test QC Batch Date {Criginat) Conc. Cone. Rec. Duplicate Cone,  Rec. RPD # #2 RPD Aec.Ranga  RPD
PCB Arogler 1016 101004P WS 1004710 [+] 05 0.4565 NMI% 0.4227 B45 % TT% ) 29135 25 10411102

PCB Arcglor 1260 01005PWE 10/04/10 o PE] 04126  825% 0.4031 806 % 23% 29-135 25 10411102

This "Batch QC" section of the QC Report contains data from sampies analyzed in the same Extraction Batch {anaiytical run) as the sampies that you submitted. Please refer to the previous QC Report section for QC information
specific to your sampies. This report may only be reproduced in full and not without written consent.

8 Laboratories, Inc.

. . .

(269) 381-9666
QC Batch Report

Page 1 of 1
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CHAIN OF CUSTODY & LABORATORY ANALYSIS REQUEST FORM

ecocIo: |

092409.1

Contact & Company Name:

Eric Hritsuk

Telephane

312-575-3732

Address:

esults To! |

10 S. Riverside Plaza

Fax:

312-775-9322

City State  Zip

Serd

i IChicago IL, 80606

E-mail Address:

I PARAMETER ANALYSIS'& METHOD

PR Project NamefLocation (City, State):

Plainwelt Dam No, 2 Area TCRA Mi

Preject %

Be064536.006%.60002

Bl <ompler's Printed Name:

- Mike Kohagen

Sampler's Sighature:

Date T Timeol

REMARKS

16/1/16 | 1245

VI-67(100218)

16/2/10 | 1230

»xixiPCB

B8 Special Instructions/Comments:

OSpecial QA/QC Instructions (¥

B 5 borstiory | Hformation ang Receipt. 0

Rilina shed Ay

U Rédeven By

o aberatory Recarved By o e

§Lab Name:

N B Kar

Cooler Custody Seal

Printed Name:

Mike Kohagen

Printed Name:

Printed Name:

g«’-?{taj e M Cpdz

B & Cooler packed with ice {v) Nt dntact . [ Signature: . Signature: Signaturgj

R o {7v
§Specify Tutnaround Requirements: Sample Receip! Fink: ARCADIS / Firm; Firm: el :

N Rush

W Fad-Ex Tracking # DatefTime: Date/Time: Date/Time:

Nomzoio

OKA8

O/ 54D
/" AESE

Page 1 of 1
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